Objective symmetry detector method for gammaencephalography. V. Variation in the subjective analysis of brain scintigrams.
The variation caused by the subjective interpretation of brain scintigrams was evaluated and found considerable. It was concluded that the objective analysis of results offered by the objective symmetry detector method for gammaencephalography is advantageous, especially in the screening of large patient materials with a low incidence of brain lesion cases.